CERAMENT® G

1. MIXING
   - Transfer paste to ID-syringe
   - 30s

2. WAIT
   - 1min

3. INJECT
   - 4min

4. SETTING
   - 7min

5. WOUND CLOSURE
   - 15min

6. PR 0966-01 en EU 2020-04 page 1